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INTRODUCTION  |  I 

Based  on  recommendations  by  ASTM,  ASME,  and  the  AE  Working  Group,  a 
facility  for  the  calibration  of  AE  sensors  was  developed.  This  development* 
was  partially  supported  by  the  Electric  Power  Research  Institute  and  the 
Office  of  Naval  Research.  The  calibration  subjects  the  device  under  test  to 
a  known  dynamic  displacement  in  order  to  determine  its  sensitivity  as  a 
function  of  frequency.  The1 first  method  implemented  makes  use  of  the 
surface-pulse  configuration  in  which  the  mechanical  input  (a  capillary- 
glass-break  source  which  produces  point-force  step  function)  and  the  device 
under  test  are  located  on  the  same  surface  of  a  large  transfer  block  which 
approximates  a  half-space.  More  recently,  a  through-pulse  method  has  also 
been  implemented;  in  this  configuration  the  mechanical  input  and  the  device 
under  test  are  centered  on  the  transfer  block  on  opposite  surfaces. 

Transducers  which  measure  dynamic  surface  displacement*  with  high 
sensitivity  and  fidelity  are  being  developed,  modeled  and  evaluated  by  means 
of  the  calibration  facility.  Such  transducers  are  needed  as  transfer 
standards  for  the  secondary  calibration  of  acoustic  emission  sensors,  as  a 
tool  in  developing  signal  processing  techniques  to  characterize  acoustic 
emission  sources,  and  as  transducers  for  field  applications,  y Botii_the 
normal  and  tangential  components  of  motion  must  be  measured  ro~descr ibe "the 
dynamic  displacement  at  a  point  on  a  surface.  We  previously  have  developed 
the  NBS  conical  transducer  which  measures  the  normal. component  of 
displacement  with  a  sensitivity  of  approximatley  10  13  meter.  This 
transducer  is  flat  in  frequency  response  from  a  few  kilohertz  to  a  few 
megahertz  within  a  few  dB.  Transducers  based  on  this  development  are  now 
available  from  at  least  four  sources  including  the  NBS  Office  of  Standard 
Reference  Materials. 

CALIBRATION  AND  RELATED  ACTIVITIES 

Since  the  beginning  of  the  calibration  service  for  acoustic  emission 
transducers  in  January  1980,  we  have  performed  633  calibrations,  of  which, 

82  were  performed  in  the  past  year.  Many  of  these  were  on  experimental 
transducers  constructed  at  NBS.  For  example,  a  number  of  calibrations  have 
been  done  as  part  of  the  development  of  transducers  described  below. 
Calibration1  of  these  transducers  has  been  done  using  the  vertical  or 
horizontal  component  of  motion  resulting  from  the  glass-break  source  and 
referenced  to  measured  or  calculated  horizontal  displacement.  Results  from 
through-pulse  calibration  and  surface-pulse  calibration  are  combined  to 
evaluate  the  performance  of  transducers. 
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A  batch  of  20  NBS  conical  transducers  is  in  the  final  stages  of 
production.  They  will  be  used  by  AE  sensor  manufacturers,  research 
laboratories,  DoD,  and  testing  services  as  a  transfer  standards  for  the 
secondary  calibration  of  AE  sensors  or  as  calibrated  displacement  sensors 
for  experimental  work.  The  transducers  are  being  equipped  with  buffer 
amplifiers  to  make  them  more  immune  to  loading  and  stray  capacitance 
effects,  thus  increasing  the  accuracy  of  the  calibration  transfer*  Other 
features  of  the  amplifier  system  include  partial  shielding  of  the  hot 
electrode  of  the  transducer,  gold  contacts  for  reliability,  and  an  equalizer 
network  to  improve  the  flatness  of  the  frequency  response  of  the  transfer 
standards.  Presently,  the  amplifiers  have  been  constructed,  but  the 
transducers  need  to  be  recalibrated  with  the  buffer  amplifiers  in  place  on 
the  transducers. 

Methods  for  the  secondary  calibration  of  AE  sensors  are  being 
developed.  An  outline  of  a  possible  secondary  calibration  system  has  been 
made.  The  system  would  use  a  steel  plate,  91  cm  by  86  cm  and  3.3  cm  thick. 
The  source  would  be  an  NBS  conical  transducer  driven  by  a  tone-burst 
generator,  and  the  calibration  would  be  accomplished  by  comparing  the 
unknown  transducer  against  a  calibrated,  NBS  conical  transducer,  both 
transducers  being  placed  on  the  same  side  of  the  plate  as  the  source 
transducer  and  equally  distant  from  it. 

A  draft  ASTM  Standard  Method  on  the  Primary  Calibration  of  AE  Sensors 
has  been  written.  The  ASTM  document  is  currently  being  balloted  at  the 
subcommittee  level,  having  successfully  passed  an  ASTM  section  ballot.  A 
standard  on  the  secondary  calibration  of  AE  sensors  is  also  being  developed. 
This  document  is  envisioned  as  covering  two  or  three  alternative  techniques. 
A  technical  outline  of  one  technique  has  been  drafted  and  distributed.  A 
second  technique  may  closely  parallel  the  primary  method. 

TRANSDUCER  DEVELOPMENT 

Beginning  in  1979  development  was  begun  on  piezoceramic  transducers  for 
measurement  of  dynamic  displacement.  Some  of  these  transducers,  which.we 
call  NBS  conical  transducers,  have  been  described  in  the  literature.  '  In 
the  past  year,  work  has  continued  in  an  effort  to  develop  transducers  of 
motion  normal  to  the  surface  which  can  be  constructed  more  easily  and  to 
develop  transducers  of  tangential  motion.  Work  has  also  continued  in  an 
effort  to  analyze  the  operation  of  the  normal  motion  transducer. 

A  new  backing  design  was  developed  which  is  much  simpler  to  construct 
than  the  polyhedral  backing  associated  with  the  best  model  of  the 
transducer.  The  new  backing  consists  of  a  rectangular  parallelepiped  in 
which  a  machined  cavity  is  filled  with  tin.  This  composite  construction 
provides  the  backing  asymmetry  needed  to  reduce  back  refelections  and  the 
tin  improves  damping.  Transducers  produced  with  this  backing  are  equal  to 
the  best  transducers  using  the  complex,  more  difficult  to  machine  polyhedral 
backing  used  previously. 


A  version  of  the  NBS  conical  transducer  having  a  scaled  down  active 
element  and  conical  backing  was  constructed.  An  amplifier  with  a  small 
amount  of  electrical  equalization  is  used  with  this  transducer  to  produce  a 
somewhat  improved  frequency  response.  Figure  1  shows  the  time  waveform  of 
this  transducer.  This  waveform  is  very  close  to  the  actual  normal 
displacement.  Figure  2  shows  its  amplitude  sensitivity  versus  frequency 
showing  it  to  have  very  good  fidelity  to  above  2  MHz. 

ANALYSIS 

An  jjnalysis  of  the  operation  of  the  NBS  conical  transducer  is  nearly 
complete  .  The  analysis  is  aimed  at  a  better  understanding  of  the  device  so 
that  it  can  be  optimized  or  at  least  tailored  for  specific  applications. 

The  analysis  computes  the  response  of  a  transducer  from  the  geometry 
and  material  properties  of  the  active  element  and  the  mechanical  Impedances 
looking  into  the  mounting  surface  and  into  the  backing  block.  The  main 
problems  are 

(a)  construction  of  an  equivalent  circuit  for  a  conical  transducer, 

(b)  derivation  of  an  expression  for  the  terminating  Impedances, 

(c)  solution  of  the  Pochhammer-Chree  problem  for  a  cone  (of  finite 

length),  and 

(d)  calculation  of  the  finite-aperture  effect. 

The  analysis  resolves  these  problems;  some  approximations  being 
necessary.  The  analysis  is  compared  with  response  curves  for  conical 
transducers  calibrated  on  the  NBS  AE  calibration  facility.  One  such 
comparison  is  shown  in  Figure  3.  The  analysis  predicts  the  general  features 
of  the  measured  response  well.  It  also  quantifies  the  importance  of  the 
smaller  and  larger  diameters  and  mechanical  impedances  of  the  test  surface 
and  backing  material.  The  results  also  show  a  modification  of  the 
Pochhammer-Chree  theory  would  improve  agreement.  The  roll-off  at  higher 
frequencies  is,  as  yet,  unexplained. 

TANGENTIAL  DISPLACEMENT 

The  development  of  a  high  fidelity,  sensitive  transducer  for  measuring 
dynamic  tangential  displacement  continues.  This  problem  is  more  difficult 
than  the  development  of  normal  displacement  sensors.  In  the  case  of  normal 
displacement  sensors,  the  poled  direction  is  the  same  as  the  direction  of 
motion  and  stress  and,  since  the  electrodes  of  the  piezoelectric  element  are 
at  the  ends  of  this  common  axis,  the  element  can  be  poled  before  or  after 
machining.  Preserving  this  symmetry  in  a  completed  transducer  is  relatively 
easy. 

For  tangential  transducers,  poling  electrodes  are  placed  so  that  the 
element  can  be  poled  parallel  to  the  tangential  motion.  These  electrodes 
are  subsequently  removed  and  measuring  electrodes  are  placed  perpendicular 
to  the  poling  electrodes.  Then,  when  shaping  the  element,  it  is  more 
difficult  to  maintain  appropriate  symmetries  and  it  is  not  possible  to  pole 
subsequent  to  machining  the  element.  These  difficulties  sometimes  result  in 
tangential  transducers  with  unwanted  sensitivity  to  normal  displacement. 
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Newly  developed  fabrication  techniques  have  minimized  this  problem  of  cross 
sensitivity.  The  response  of  the  newest  tangential  transducer  to  normal 
displacement  is  more  than  20  dB  below  its  tangential  response  over  most  of 
its  1  MHz  bandwidth.  This  newest  transducer  has  quite  good  fidelity.  Its 
time  domain  response  to  a  point-force  step-function  input  to  the  large 
calibration  block  is  shown  in  Figure  4A  and  compares  well  with  the 
theoretically  predicted  waveform  of  tangential  displacement  shown  in  Figure 
4B.  Figure  5  is  the  amplitude  response  versus  frequency  obtained  by 
comparing  the  FFT  of  the  measured  output  with  that  of  the  theoretical 
waveform. 

SUMMARY 

The  AE  sensor  calibration  facility  continues  to  be  useful  for  primary 
calibration  and  as  a  basic  tool -in  transducer  development. 

A  new,  easier  to  manufacture  backing  has  been  developed  for  the  normal 
displacement  measuring  NBS  conical  transducer.  A  thorough  analysis  of  the 
transducer  shows  good  agreement  with  measured  response  and  provides  the 
tools  for  optimizing  transducer  geometry  for  specific  applications.  The 
most  recent  model  of  tangential  transducer  shows  good  fidelity,  measuring 
waveforms  that  compare  well  with  theory. 
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Figure  1 .  Waveform  frdm  modified  NBS  conical  transducer  with  scaled  down 
active  element  and  electrical  equalization:  A  is  the  voltage  output  from 
the  transducer  resulting  from  a  glass  break  10  cm  away.  B  is  the  calculated 
displacement  in  the  normal  direction  resulting  from  a  step-function  source 
10  cm  away.  I 
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Figure  Waveform  from  the  tangential  sensor  compared  with  theory:  A  is 
the  voltage  output  from  the  tangential  sensor  resulting  from  a  glass-break 
source  10  cm  away.  B  is  the  calculated  displacement  in  the  tangential 
direction  resulting  from  a  step-f unct ion  source  10  cm  away. 


